INTRODUCTION {#sec1-1}
============

The long-term success of dental implants is widely determined by the integration of the bone--implant interface commonly known as osseointegration.\[[@ref1][@ref2][@ref3][@ref4][@ref5][@ref6][@ref7]\] Nevertheless, inflammation and bone resorption can occur over the performance of the implant in the oral cavity. Such resorption of bone surrounding the implant is defined as peri-implantitis and is likely associated with a biofilm containing pathogenic species.\[[@ref4][@ref6]\] Localized inflammatory response of the bone and periodontal tissues observed in peri-implantitis has also been attributed to titanium degradation and release of metallic ions due to wear, fatigue, and corrosion at the implant--abutment surface connection.\[[@ref4][@ref5][@ref6]\]

Previous studies reported on the variation of topographic characteristics within the same implant--abutment assembly such as scratches or plastic deformation on the surfaces of abutment and inner implant connection areas.\[[@ref5][@ref10]\] In fact, those defects can increase the size of microgaps within the implant--abutment connection.\[[@ref7][@ref8][@ref9]\] Failures have been associated with the presence of microgaps even though there is no threshold in the microgap size to initiate a failure.\[[@ref5][@ref10]\] A previous study\[[@ref4]\] reported microgaps\' sizes ranging from 2 μm up to 7 μm at implant--abutment joints, while another one reported a variation of microgap size ranging from 10 μm up to 1.72 mm.\[[@ref10]\] In addition, studies have reported the effect of casting procedures on the rotational misfit/microgap between the external hexagonal implant and the internal hexagonal abutment.\[[@ref11]\] Following screw tightening, a lateral force of 160 g was applied. A rotational misfit was noted in degrees between the hexagon implant and abutment for all abutment types tested, with a minimum mean value of 1.21 degrees for machined titanium abutments and a maximum mean value of 2.79 degrees for cast Co-Cr.\[[@ref11]\] The microgap size existing at abutments and abutments cast in base metal alloys has also been studied. That study noted the mean marginal microgaps for cast abutments -- 15.48 mm for Ni-Cr, 14.06 mm for Co-Cr, and 12.38 mm for Grade 4 titanium -- versus those for milled abutments -- 7.51 mm for Ti6Al4V, 13.51 mm for stainless steel, and 0.75 mm for gold.\[[@ref12]\]

The growth of biofilms in the implant--abutment joint microgaps can lead to peri-implant inflammations and consequent bone loss.\[[@ref13][@ref14]\] In addition, the corrosion of structural materials at the connections can occur due to the retention of acidic oral fluids gathered from dietary and microbial metabolism.\[[@ref6][@ref15]\] Previous studies have reported on the decrease of corrosion resistance of titanium in the presence of biofilms.\[[@ref15]\] Considering the mechanical aspect, micromovements resulting from occlusal loads during mastication can lead to wear of contacting materials in the connection area, thus increasing the microgap sizes.\[[@ref3][@ref16]\] Occlusal loads are distributed through the microgaps promoting sliding micromovements under variable displacement that also affect the mechanical integrity of the abutment screw. These micromovements found within the microgaps can lead to unscrewing and later failure of the implant-supported prosthesis.\[[@ref3][@ref5][@ref8][@ref17][@ref18]\]

There are many dental implant systems routinely presented in the commercial market that should be investigated considering the chemical composition, mechanical properties, topographic characteristics, processing method, and connection design.\[[@ref5]\] Thus, the objective of the present study was to analyze the surfaces of Morse taper abutment and inner implant connections as well as implant--abutment microgaps by microscopic, chemical, and mechanical analyses.

MATERIALS AND METHODS {#sec1-2}
=====================

Chemical and microscopic analyses of implant--abutment systems {#sec2-1}
--------------------------------------------------------------

Ten Titamax Morse taper implants (Neodent^®^; Curitiba/Brazil) with 3.75 mm diameter and 11 mm length were assessed in this study. The topography of the abutment, abutment screw, and implant connection area was inspected by scanning electron microscopy (SEM, Shimadzu SS-550, Japan) on secondary electrons mode.

Then, implants were coupled to a metallic holding device in order to connect the abutments to the implants by applying a torque of 32 Ncm. A handheld torque meter (Neodent^®^; Curitiba/Brazil) was used to connect the implant--abutment systems. The implant--abutment assemblies were embedded in epoxy resin and cross-sectioned perpendicularly to the plane of the joint. Cross-section was carried out perpendicularly to the plane of the joint by wet-grinding down to 1200 Mesh and polishing under colloidal silica solution (particle size at 0.04 μm). Different cross-sectioned areas were inspected using a field emission gun-SEM (FEG-SEM, FEI SEM 200; USA) at high magnification. Furthermore, chemical analyses were carried out using energy dispersive spectroscopy (EDS) (EDAX, Pegasus X 4M; USA) coupled to FEG-SEM. The microgap sizes within the implant--abutment connection were measured at ten different zones of each system.

Mechanical characterization by nanoindentation {#sec2-2}
----------------------------------------------

Nano-hardness and elastic modulus of the five implant--abutment joints were evaluated by nanoindentation tests using a Micro Materials Nano Tester (Nano Instruments, Inc., Knoxville, TN, USA). A Berkovich pyramid tip (apex angle of 143 degrees) was used to perform the nanoindentation measurement by varying the position of the indenter (Berkovich tip) along the implant--abutment cross-section. A load of 20 *N* was applied on the surfaces for 15 s during nanoindentation tests.

Statistical analysis {#sec2-3}
--------------------

The results were statistically analyzed via one-way analysis of variance, with a significance level of *P* \< 0.05.

RESULTS {#sec1-3}
=======

SEM images of the connection area of the implant and abutments are shown in [Figure 1](#F1){ref-type="fig"}. Inner surfaces of the implant connection revealed defects that can negatively affect the connection to abutments ([Figure 1a](#F1){ref-type="fig"}). Outer and rougher surfaces present high roughness to perform osseointegration as expected. Defects at about 40 μm in length in width were noticed on all the abutment surfaces including the surfaces of the connection area ([Figure 1c](#F1){ref-type="fig"}). EDS spectra obtained by chemical analysis of the abutment and implants are shown in [Figure 2](#F2){ref-type="fig"}.

![Images obtained by scanning electron microscopy: (a) Implant, (b) abutment; (c and d) marginal area of abutment (secondary electron mode at 15--20 kV)](EJD-12-100-g001){#F1}

![Energy dispersive spectroscopy spectra obtained by chemical analysis of (a) implant and (b) abutment](EJD-12-100-g002){#F2}

EDS spectra obtained by chemical analysis of the implant showed only "Ti" denoting a structure composed of commercially pure titanium ([Figure 2a](#F2){ref-type="fig"}). However, EDS spectra obtained by chemical analysis on abutment shown in [Figure 2b](#F2){ref-type="fig"} revealed the presence of "Ti," "Al," and "V" that suggests a structure composed of Ti6Al4V alloy. At the implant--abutment joint, nano-hardness mean values recorded on abutments were at 4.2 ± 0.4 GPa, while nanohardness mean values for implants were at 3.2 ± 0.4 GPa. As well, the elastic modulus of abutment was higher (165 ± 12 GPa) than that detected for implants (136 ± 9 GPa).

As shown in [Figure 3](#F3){ref-type="fig"}, microgaps with different sizes were noticed at the implant--abutment connection area. The mean value of microgap sizes was at 2.5 ± 1 μm, although the microgap size ranged from 0.5 to 5.6 μm. The size distribution of microgaps for each system is shown in [Figure 4](#F4){ref-type="fig"}.

![Images of implant--abutment joints obtained by field emission gun-scanning electron microscopy (backscattered electron detector mode at 15 kV) after vertical cross-section. (a-d) Implant-abutment contacting surfaces. (e-f) Contacting surfaces of the abutment screw and inner implant](EJD-12-100-g003){#F3}

![Distribution of microgap sizes for each implant--abutment joint evaluated](EJD-12-100-g004){#F4}

DISCUSSION {#sec1-4}
==========

In this study, defects noticed on the surface of abutments likely originated from the machining process. In fact, the machining process is susceptible to usual defects; thus, the quality control of all implant brand systems must be considered. In literature, late failures in dental implant systems were associated with the presence of defects at the implant--abutment joint joint.\[[@ref14][@ref18][@ref19]\] Defects found on both surfaces can promote a misfit between the implant and abutment connection as well as increase the wear of the structural materials at the sliding contact due to the micromovements generated from mastication loads.\[[@ref15]\]

As a result of the implant--abutment misfit, the size of microgaps between abutment and implant can vary depending on the mechanical integrity of the implant--abutment assembly. Microgap sizes of the Morse taper connection at the implant--abutment joints measured in the present study ranged from 0.5 to 4.6 μm. Three previous studies reported the size of microgaps at the implant--abutment joints as follows: 0.75--15.48 mm,\[[@ref12]\] 2--7 μm,\[[@ref4]\] and 10--172 μm.\[[@ref10]\] In addition, one study noted a rotational microgap component in degrees between abutment and implant hex from 1.21 to 2.79 degrees.\[[@ref11]\]

The size of microgaps is extremely important for the long-term performance of dental implants and the associated prosthetic success within the oral cavity. For example, a bacterial examination of two Gram-negative species associated with oral biofilms, *Pseudomonas aeruginosa* and *Aggregatibacter actinomycetemcomitans*, has shown an average bacteria diameter of around 0.5 μm.\[[@ref20]\] Microgaps facilitate the accumulation of biofilm and acidic substances across the connection areas. Furthermore, microgaps are stress concentration zones that can induce mechanical failures under regular occlusal loads.\[[@ref9][@ref14]\]

During occlusal contact, overloads can be transmitted to the bone due to an abrupt distribution of loads through the structural materials of the implant--abutment joint. That is increased by a mismatch in physical--mechanical properties between structural materials as well as by the presence of microgaps.\[[@ref21][@ref22][@ref23][@ref24]\] For instance, Ti6Al4V alloys have a high mechanical strength (tensile strength around 800--900 MPa) to act as a prosthetic support associated with higher elastic modulus (approximately 150 GPa) compared to that of commercially pure titanium (100-110 GPa).\[[@ref25][@ref26][@ref27]\] Finally, the bone has the significant lowest elastic modulus at around 10--19 GPa.\[[@ref28]\] The match of elastic modulus would promote a slight distribution of stresses along the implant--abutment joint up to the bone interface, and a similar elastic deformation of structural materials during mastication.\[[@ref24]\]

The Vicker\'s hardness values of commercially pure titanium ranged from 160 to 300 HV compared to hardness values at 350--430 for Ti6Al4V alloys.\[[@ref24]\] In our study, values of hardness and elastic modulus for Ti6Al4V and commercially pure titanium were close to those found in literature. However, the variance in hardness between the titanium alloy abutment and the commercially pure titanium dental implant can provoke the wear of the inner implant connection surfaces during torque application to connect the structures or even during micromovements generated from mastication.\[[@ref6][@ref27][@ref29]\] On the cortical bone having a Vicker\'s hardness of around 43--76 HV, an additional concern is likely associated with overloads and mismatch between the hardness of titanium-based structures and the bone surrounding the implant.

Several previous studies reported the high corrosion resistance of titanium and its alloys associated with the presence of a compact titanium oxide (TiO~2~) film formed on their surfaces.\[[@ref8][@ref18][@ref25][@ref27][@ref28][@ref29][@ref30]\] Notwithstanding, galvanic corrosion takes place when implant and abutment having different chemical composition are in contact and surrounded by an electrolyte solution like a saliva. In literature, a lower galvanic corrosion resistance was noticed for a system composed of Co-Cr abutment and commercially pure titanium implant compared to that for titanium--titanium joint.\[[@ref31]\] In addition, the simultaneous wear and corrosion process occurs when the contacting surfaces between implant and abutments are under sliding micromovements surrounded by saliva and acidic substances from dietary or biofilm metabolism. The degradation of implant--abutment joints can increase their microgap sizes and promote consequent failures.\[[@ref5][@ref18][@ref21][@ref31]\]

CONCLUSIONS {#sec1-5}
===========

Defects were noticed on all the implant and abutment samples inspected by SEM. Such defects can affect negatively the internal connection of the implant--abutment joints increasing the sizes of microgaps. The results pointed out for the need of improvement in quality control during industrial processing of implant and abutments in order to decrease the number of defects on surfaces. In addition, the sizes of microgaps measured at the implant--abutment joints ranged from 0.5 to 5.6 μm that can allow the penetration of oral fluids and microorganisms stimulating the corrosion of materials and peri-implant inflammations. In addition, the mismatch in physical--mechanical properties between abutment and implant can lead to wear of the internal connection of implant with increase of microgaps and consequent late failures.
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